Objective -The purpose of this paper is to study statistical and dynamic properties of the low-frequency (LF) oscillation synchronization in the heart rate variability (HRV) and the finger photoplethysmographic waveform variability (PPGV) in time.
Introduction
A qualitatively new step in the medical development is an active implementation of the methods of diagnosing functional disturbances in the systems' interaction, including the nonlinear analysis methods. This is a promising trend since it allows detecting deviations in the internal system operation even before the appearance of morphological changes. In the papers [1, 2] , the researches investigated the synchronization between the main heart rhythm and the breathing in children and adults and showed the fundamental importance of studying the circulatory elements synchronization in understanding how the human cardiovascular system is structured. The cardiorespiratory interaction was studied in detail in the works by Stefanovska and Bračič [3] , McGuinness et al. [4] , and Prokhorov et al. [5] . Kralemann et al. [6] also proposed the method of obtaining the phase-coupling functions which describe the cardiorespiratory interactions and the phase response curve in healthy humans.
In our previous studies we have shown that the low-frequency (LF) oscillations in the heart rate variability (HRV) and the finger photoplethysmographic waveform variability (PPGV), which characterize the state of systemic autonomic regulation of blood pressure, can synchronize with each other during spontaneous breathing [7, 8] . It is known that the LF oscillations in the HRV are associated with the baroreflex regulation of blood pressure [9] [10] [11] , and similar oscillations in the PPGV are associated with the sympathetic control of vascular tone [12] [13] [14] [15] . The total length of the synchronous intervals is associated with the clinical status of a person. In particular, the LF oscillations are normally synchronous with each other for a considerable part of the time, and the total length of time synchronization intervals significantly decreases in patients with cardiovascular diseases [7, 8, [16] [17] [18] . From the physiological viewpoint, this synchronization is the result of the adequate functional interaction of the cardiovascular system elements provided by cardiovascular autonomic control. We proposed an indicator to estimate the quality of LF oscillation synchronization in the HRV and the PPGV -the total percentage of synchronization, called index S [8] .
The results of specialized experiments, carried out in this paper, support the fact that in our studies we observe exactly the phase synchronization of two interacting self-oscillating systems [7] . A typical problem in the study of the interaction of complex systems by their signals is the need to avoid false conclusions about communication and synchronization, which are caused by parasitic linear mixing of the detected signals, and not by their dynamic interaction. However, in our studies such a problem is excluded by the method of data registration. From the photoplethysmogram signal, we extracted 0.1 Hz components that reflect the processes of amplitude modulation. These oscillations are observed at the frequency of about 0.1 Hz in the spectrum of the PPG power. To extract these components, we apply direct filtering of the PPG signal. However, from the electrocardiogram signal, we extract 0.1 Hz components that reflect the frequency modulation of this signal. These oscillations are observed in the frequency domain in the form of satellites of the main heart rhythm. It means that if the frequency of the main heart rhythm is 1 Hz, then its frequency modulation signal with a frequency of 0.1 Hz will be observed at a frequency of 0.9 Hz, which excludes its linear parasitic mixing with the components extracted from the PPG. To extract the heart rate signal from the electrocardiogram (ECG), a sequence of RR-intervals (tachogram), is first identified in a standard way. This ensures the transfer of spectral components responsible for frequency modulation to the low-frequency part of the spectrum. These components are further detected by bandpass filtering of the tachogram in the neighborhood of 0.1 Hz.
However, previous studies of the above-mentioned LF oscillation synchronization were carried out on the records of up to 10 minutes in length, due to the ethical and technical features of performing clinical experiments. At the same time, the question of statistical properties of the lengths of the synchronization intervals between LF oscillations in HRV and PPGV and the characteristics of the proposed index S has a fundamental and applied significance. Previously, attempts to analyze the features of the S index dynamics for long-term records were carried out on little statistics in the only paper [19] , which set a rather narrow research goal -to analyze the effect of a two-hour immobilization on cardiovascular autonomic control. A comprehensive study of the statistical properties of the index S has not been accomplished yet.
The purpose of this paper is to study statistical and dynamic properties of the LF oscillation synchronization in the HRV and the finger PPGV in time, which has a fundamental importance in understanding the features of the systemic interaction of the autonomic mechanisms of the circulatory regulation. Likewise, it allows development of recommendations in order to correctly arrange the experimental measurements, which will provide a reliable estimate of the studied parameters, and which will enable a wide applicability of the method, based on evaluating the quality of the LF oscillations synchronization in the HRV and the PPGV, in an experimental and clinical medicine. 
Material and Methods

Subjects
Signal recording
The electrocardiogram (ECG) and the photoplethysmogram (PPG) from the middle finger of the right hand were simultaneously recorded in all subjects during 120 minutes (7, 200 seconds) at rest (horizontal position). All signals were sampled at 250 samples per second (sps) and digitized at 14 bits. All subjects were investigated in the afternoon fasting under spontaneous breathing. The signals were recorded in a quiet, temperaturecontrolled room using a standard electroencephalograph analyzer EEGA-21/26 "Encephalan-131-03" (Medicom MTD Ltd, Taganrog, Russia). An example of recorded signals is shown in Figure 1 .
Signal processing
The analysis of the HRV was carried out according to the method guidelines [20] . First we extracted sequences of RRintervals from the ECG signal. Then, we obtained equidistant RRinterval time series (tachogram) from a not equidistant sequence of RR-interval time series by using cubic β-splines and resampling with a frequency of 5 Hz. The PPG signal was also resampled with a frequency of 5 Hz. The further stage of processing includes the filtering of tachogram and PPG in the frequency range from 0.06 to 0.14 Hz (using band-pass filter) in order to extract the LF oscillations in the HRV and the PPGV. The frequency range used for filtering is an important parameter of the method. The narrowing of the band makes it possible to improve the definition of instantaneous phases and to reduce the noise level. On the other hand, excessive narrowing of the band will lead to a loss of important information about the dynamics of the system. We carried out special studies on the choice of free parameters of the method, which allowed us to recommend using the band 0.06-0.14 Hz for filtering. To estimate the synchronization between the LF oscillations in the HRV and the PPGV we used the method we suggested earlier [8] . To calculate the phases of these oscillations we applied the Hilbert transform [21] and calculated the instantaneous phase difference:
where φ p is the phase of LF oscillations of PPGV and φ h is the phase of LF oscillations of heart rate. The presence of 1:1 phase synchronization is defined by the condition |φ|<const [22] . In this case the phase difference φ(t) fluctuates around a constant value. So the epochs of phase synchronization were detected as the regions of the almost constant phase difference [7] . For automated detection of phase synchronization epochs, we used a procedure based on a linear approximation of instantaneous phase difference in a moving window. Lastly, index S was calculated as the relative time of synchronization between the considered LF oscillations [8] :
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where d k is the duration of the k th epochs of synchronization, N is the number of epochs and T is duration of the signal.
Statistical analysis
We estimated properties of a sequence of durations (L) of the intervals of the phase synchronization between the LF oscillations in the HRV and the PPGV. A typical sequence L(t) is shown in Figure 2a . The horizontal axis is used to specify the time of the beginning of each synchronization interval and the vertical axisthe number of a subject.
To analyze the correlation properties of L(t), we determined the autocorrelation function (ACF) C(τ). The ACF was calculated for each subject with the lag τ from -2,000 to 2,000 seconds.
The statistical properties of the sequence of synchronization intervals of the LF oscillations in the HRV and the PPGV were studied using P(L) (the probability distribution of L(t)), while analyzing the whole experimental record (Figure 2c) .
To estimate the distribution of the index S we divided the experimental records of every person into non-overlapping 10 minute intervals. Records of this duration have been used in our previous studies [8] . For each subject X we estimated a value of the index . All values ΔS (deviations of the estimation S from the median) obtained from the experimental sample have been used for estimating the probability distribution. The statistics ΔS were calculated: the median of the distribution 0.0%, the average value was 0.2%, the skewness was 0.1, the kurtosis was 1.3.
The effect of the duration of the experimental signal recording on the evaluation properties of the synchronization of the LF oscillations in the HRV and the PPGV was estimated on the basis of the study of how the value of the calculated index S depends on the duration of the time interval w, which was used to calculate S.
We established the dependences S(w) for each subject (the value w changed from 10 to 7,200 seconds).
In the paper, we obtained the generalized analysis results of the dependence of the index S fluctuations on the duration of the time interval used for estimation. For this analysis we divided every experimental record into non-overlapping intervals of length w and calculated the evaluation of the standard deviation ) (w X S σ for every subject X.
In our previous investigation [19] we obtained evidence of the existence of the index S trend in time during the analysis of the two-hour records of healthy subjects. In this work, we also carried out a diagnosis of the trend of index S in time. For the analysis, we estimated the deviations of the assessment S from the average ) ( w S X i . The deviations were averaged over the ensemble and the resulting mean values of the deviations ∆S were drawn on a graph with standard error.
Results
The statistical characteristics of the LF oscillations synchronization in the HRV and the PPGV
As a result of the analysis of two-hour records, we revealed an average of about 120 periods of synchronization of the LF oscillations in the HRV and the finger PPGV for every healthy subject. Likewise, in all records we found the presence of sufficiently long continuous synchronization intervals of over 100 seconds in length. The maximum length of such interval for subject A was 118 seconds (Figure 2a ) and the maximum length of a continuous synchronization interval among all analyzed data was 15 seconds. The sequences L(t) are visually characterized by irregular noiselike character (Figure 2a) .
The ACF averaged over all records (n=42) is shown in Figure 2b . The ACF is decreasing that is typical for a random process. The first 0 of the ACF is observed at a lag of about τ≅200 seconds (exactly τ= 260 seconds).
The histogram of the distribution L(t) shows a characteristic inverse power-law dependence of the form 1/f (Figure 2c) , where the long synchronization intervals are less likely than the short ones. The first, second and third quartiles of this distribution were 14.2, 19.0 and 29.0 seconds, respectively. In other words, the shorter synchronization interval is more likely a longer one.
The distribution histogram of the ΔS is shown in Figure 3a . It is demonstrated that the probability distribution of the index S is close to normal, almost symmetrical and has 'light tails', which allows one to characterize the statistical properties of the index S values from different experimental records, in particular, the mean value and the standard deviation.
The effect of duration of the experimental signal records on the properties of the index S
A typical example of the S(w) dependence for subject B is shown in Figure 3b . Figure 4 shows the dependence of the ∆S on time for the value of the evaluation interval w=1,000 s. Such length of the window, on the one hand, provides a low level of fluctuations ( Figure 3c ) and on the other hand, it provides an acceptable time resolution. As it is seen from Figure 4 , the value of S shows a small but statistically significant decrease in the middle of the second hour. At the end of the second hour, S increases almost to the original level.
Discussion
The obtained results (Figure 2 ) indicate that the sequence of the synchronization intervals between the LF oscillations in the HRV and the finger PPGV behaves as a weakly correlated random process, demonstrating the 1/f distribution. However, the distribution of the index S, estimated even for 10-minute records, is close to normal (Figure 3a ). This behavior of the index S is explained by the conclusions of the central limit theorem, since S is the sum of lengths of the synchronization intervals, which almost do not correlate and have the 1/f distribution. A normality of the S distribution allows, in particular, to use the sample mean and standard deviations to analyze the statistics of S, which is convenient, especially while analyzing small ensembles of short records.
The results of estimating the S value from realizations of increasing length indicate that S tends to a fixed value with the increase of time series length (Figure 3b) .
It is important to note that studies of out-patients with cardiovascular diseases are often conducted on rather short records of the biological signals, which is due to various ethical and technical reasons. It is known that the record length affects the accuracy of generally accepted indicators of the HRV [20, 23] . At the same time, short records continue to be used in various studies. The possibility of using short records for estimating timeand frequency-domain parameters of the HRV is confirmed by some authors [24, 25] . It is noted, however, that the parameters associated with low-frequency oscillations are more sensitive to the record length, especially the ones shorter than 10 minutes [24] . The obtained results indicate that a reasonable compromise between the reduction in length of the record and the tendency to obtain the S estimate with a small error is a choice of the record duration of about 600-1,000 seconds. In this case, the standard deviation falls abruptly with regard to shorter length of record and takes the value less than 10%. In the general case, analyzing the records of healthy subjects we can recommend to increase the record length in order to reduce the fluctuations of S (Figure 3c ). The analysis of the index S behavior in time on two-hour records of healthy subjects confirms the earlier researches [19] on small statistics about the presence of a downward trend of S in the middle of the second hour, explained in the paper by the development of the immobilization stress. In this paper, for the first time, we found an upward trend of the degree of synchronization between the studied circulatory regulation contours at the end of the second hour with respect to the initial values ( Figure 4 ). This result can be caused by anti-stress reactions of the body, which ensure the "habituation" of healthy subjects to immobilization. This observation requires more careful study, in particular, using an analysis of longer records.
Conclusion
In general, the first detailed analysis of the statistical properties of the LF oscillations in the HRV and the finger PPGV shows that although the sequence of the lengths of the phase synchronization intervals behaves like the 1/f random process, the average value of the previously proposed index, named the total percentage of phase synchronization S is, apparently, a stable characteristic inherent in a particular person in the present physiological state.
The fluctuations in the value of the S estimate near the mean value depend largely on the length of the time series. For practical studies we recommend using the experimental records with the length of 10 minutes or more, which will provide a standard deviation of the S estimate less than 10%.
The index S is a consistent and normally distributed estimate of the average time of synchronous behavior of the investigated circuits of the autonomic circulatory regulation. The average saturated value of S, diagnosed from the experimental record analyzed in this study, was 59.2±5.8% (mean ± standard deviation).
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